Cable Trays

Approximate Thermal

Catwalk

Couple Locations

/\
/1 \

AGS Cold Snake

yA

Approximate
Heater Locations

\/-Tap Box

Main Walk Way

ey

(Quench Relief Heater Valve #1):

(4ea.) 120vac / 40w Heaters
V-Tap Box: (TB6-9 Red, TB-10 Blue)

1 Thermal Couple Monitor
V-Tap Box TC #5: (TB12-9 Red, TB12-10 Blue)

(Quench Relief Heater Valve #2):

(4ea.) 120vac / 40w Heaters
V-Tap Box: (TB6-11 Red, TB6-12 Blue)

1 Thermal Couple Monitor
V-Tap Box TC #6: (TB12-11 Red, TB12-12 Blue)

(Quench Relief Heater Valve #3):

(4ea.) 120vac / 40w Heaters
V-Tap Box: (TB6-3 Red, TB6-4 Blue)

1 Thermal Couple Monitor
V-Tap Box TC #2: (TB12-3 Red, TB12-4 Blue)

Drawing by Gregory P. HAeppiner Cet 11, 2005




